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Preface 

This  thesis  is  a  study  of  infrared  emissions 
resulting  from  the  dissociat ‘on  of  iodine  in  a  shock  tube. 

It  is  an  Air  Force  Institute  of  Technology  (AFIT)  project, 
but  much  assistance  has  been  provided  by  Foreign  Technology 
Division  and  Aero  Propulsion  Laboratory  personnel  at  Wright- 
Patterson  AFB,  Ohio.  The  Air  Force  is  highly  interested  in 
developing  an  efficient  pumping  mechanism  for  a  high  power 
iodine  laser  which  has  many  possible  applications  in  research 
and  engineering.  This  study  is  an  initial  investigation  into 
the  possible  use  of  shock  waves  to  dissociate  iodine  in  an 
electronically  excited  state. 

My  work  in  this  field  has  greatly  broadened  my  back¬ 
ground  in  gas  dynamics,  chemical  physics,  chemical  kinetics, 
and  optics.  My  deep  appreciation  goes  to  the  Air  Force  and 
AFIT,  in  particular,  for  this  opportunity  to  study  in  such 
a  dynamic  and  professionally  satisfying  area.  In  particular, 
my  sincere  appreciation  to  Dr.  W.  C.  Elrod,  who  as  thesis 
advisor,  provided  me  with  timely  direction  when  needed  to 
complete  this  work.  My  thanks  to  Dr.  H.  E.  Wright  and 
Capt  A.  R.  Dewispelare  for  their  advice  and  support  as  thesis 
committee  members . 

A  special  thank  you  to  the  AFIT  aeronautical  lab¬ 
oratory  technical  staff,  Mr.  W.  W.  Baker  and  Mr.  H.  L.  Cannon. 
Their  advice  and  assistance  to  me  was  invaluable.  Mr.  C.  H. 
Shortt,  Mr.  R.  R.  Ruley,  Mr.  J.  A.  Brohas,  and  Mr.  J.  G. 
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Tiffany,  Jr.  of  the  AFIT  fabrication  division  provided  work¬ 
manship  of  exceptional  quality  in  the  timely  construction  of 
several  vital  components  for  this  project. 

My  most  loving  thank  you  to  my  wife,  Cynthia,  whose 
sacrifice  during  this  period  is  immeasurable,  and  to  my 
daughter,  Leah,  and  son,  Ryan,  for  providing  the  laughter 
and  diversion  necessary  to  maintain  a  healthy  perspective. 


Lawrence  C.  Farnell 
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Abstract 


A  two-in.  (5.08  cm)  I.D.  circular  shock  tube  was 
assembled  to  study  the  dissociation  of  iodine.  This  study 
was  an  initial  investigation  into  the  possible  use  of  shock 
waves  to  dissociate  iodine  in  an  electronically  excited 
state.  Iodine  has  an  emission  transition  in  this  state  at 
a  wavelength  of  1.315  y  which  is  used  in  the  iodine  laser. 

Using  argon  as  the  diluent  gas,  tests  were  observed 
with  an  indium-antimonide  detector  to  determine  if  emissions 

/V)  ll/l*** 

in  the  1.1  to  5.5  if  range  of  the  detector  were  present. 

Tests  with  and  without  iodine  were  conducted  at  a  Mach  number 
of  approximately  2.5  with  reflected  shock  wave  temperature 
of  about  1570  K.  Comparison  of  these  tests  indicates  that  a 
significant  infrared  emission  from  iodine  was  present  in  the 
detector  range.  The  presence  of  the  1.315  n  transition  can¬ 
not  yet  be  confirmed  in  that  three  iodine  transitions  exist 
in  the  given  range,  other  emissions  from  unknown  sources 
could  be  present,  and  the  detector  bandwidth  could  not  be 
suitably  narrowed.  Further  research  is  required  to  specifi¬ 
cally  identify  the  spectrum  of  IR  present.  - 


IODINE  DISSOCIATION 


IN  A  SHOCK  TUBE 

I .  Introduction 

The  scientific  community  is  in  continual  pursuit  of 
more  powerful  and  efficient  lasers.  Increased  power  generally 
points  to  shorter  operating  wavelength  which  often  leads  to 
poorer  efficiency.  For  this  reason,  the  Air  Force  is  inter¬ 
ested  in  the  development  of  an  efficient  pumping  mechanism 
for  a  high  power  iodine  laser.  The  increased  power  available 
from  such  a  laser  has  many  applications  in  research  and 
engineering.  Various  pumping  mechanisms  have  been  used  in 
attempts  to  increase  the  power  available.  The  use  of  a  shock 
wave  as  a  pump  source  is  investigated  in  this  study. 

Background 

The  quest  for  more  powerful  lasing  systems  has  led 
the  scientific  community  to  search  for  substances  which  have 
strong  stimulated  emissions  in  shorter-and-shorter  wave¬ 
lengths.  Recent  significant  interest  has  been  given  to  the 
iodine  laser  with  an  infrared  transition  of  wavelength  x  = 
1.315  n.  Iodine  photodissociation  lasers  operating  at  this 
wavelength  have  been  developed.  However,  the  search  continues 
for  an  efficient  pump  source. 

Several  energy  sources  have  been  investigated  as 
pumping  mechanisms  for  the  iodine  photodissociation  laser. 
Among  the  sources  are  multiple  spark  gaps,  laser  plasmas, 
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exploding  wires,  surface  discharges,  and  an  ultraviolet  light 

1  2 

hypocycloidal  pinch  device.  Skorobogatov  has  suggested  that 
since  shock  waves  fall  into  the  above  category  as  powerful 
sources,  they  may  be  able  to  produce  the  required  excitation 
of  iodine. 

It  was  decided  that  a  shock  tube  system  capable  of 

producing  strong  shock  waves  was  needed  to  verify  Skoroboga- 

tov's  theory.  The  shock  tube  was  chosen  because  it  is  a 

proven,  highly  useful  tool  in  the  study  of  dissociation  re- 
3 

actions.  The  central  advantages  of  the  shock  tube  are  the 
controllable  and  predictable  temperature-pressure  pulse  pro¬ 
duced  by  the  shock  wave,  the  high  temperatures  available,  and 
homogeneous  heating.  The  entire  region  behind  the  shock 
wave  is  at  uniform  conditions,  thereby,  eliminating  hot  spots 
or  variable  temperature  distributions. 

A  two-in.  (5.08  cm)  diameter,  circular,  constant  area 
shock  tube  was  obtained  from  the  Air  Force  Aero  Propulsion 
Laboratory  at  Wright-Patterson  AFB ,  Ohio.  This  shock  tube 
(see  Section  III)  required  complete  reassembly  in  its  new 
location  at  AFIT  as  well  as  major  component  reconstruction 
to  meet  the  demanding  requirements  for  iodine  investigation. 

Purpose  and  Scope 

The  purpose  of  this  study  was  to  establish  a  reliable 
technique  for  a  thorough  investigation  of  iodine  dissociation 
in  a  shock  tube.  Research  consisted  of  two  distinct  phases. 
The  first  was  to  reestablish  the  shock  tube  in  a  new  location 
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and  demonstrate  its  operational  integrity.  This  required  a 
new  control  system  and  extensive  facility  modification.  The 
second  phase  was  to  use  this  facility  to  dissociate  crystal¬ 
line  iodine  in  the  shock  tube  and  determine  if  atomic  iodine 
in  an  electronically  excited  state  could  be  produced.  The 
chemical  reaction  could  then  be  observed  with  an  infrared 
detector  to  determine  if  the  required  transition  emission  for 
excited  iodine  was  present."* 

The  essential  elements  of  this  investigation  are  pre¬ 
sented  in  this  report.  Basic  chemical  and  gas  dynamic 
theories  required  for  this  study  are  given  in  Section  II. 

In  Section  III,  a  detailed  look  at  the  shock  tube  reassembly 
is  provided  with  particular  emphasis  on  modifications  re¬ 
quired  to  tailor  the  system  for  this  chemical  investigation. 
The  experimental  apparatus  and  procedures  are  outlined  in 
Section  IV,  while  Section  V  illustrates  how  data  was  reduced. 
The  results  of  this  study  are  presented  in  Section  VI. 
Finally,  the  conclusions  and  recommendations  are  listed  in 


Section  VII . 


II.  Theory 

The  chemical  reaction  and  shock  tube  theories  pre¬ 
sented  in  this  section  and  used  in  this  study  are  but  small 
highlights  of  more  comprehensive  theories  of  broader  subjects. 
Chemical  dissociation  and  the  use  of  the  shock  tube  in 
chemical  investigations  are  treated  thoroughly  by  a  number 
of  authors.  In  addition,  several  texts  deal  with  complete 
theories  of  shock  tube  gas  dynamics.  The  theories  presented 
here  are  those  portions  of  the  broader  theories  which  are 
necessary  for  this  specific  investigation.  The  reader  is 
referred  to  the  texts  and  papers  indicated  in  this  section 
for  additional  information. 

Iodine  Dissociation 

When  crystalline  iodine  is  placed  in  the  shock 

tube  with  argon  (Ar)  diluent  (test)  gas,  dissociation  may  be 
induced  by  a  shock  wave.  The  expected  chemical  reaction  is 
postulated  to  be 

KD 

Ar  +  I9  , _ Ar  +  I  +  I  (1) 

KR 

Kp  is  the  iodine  dissociation  rate  while  is  the  rate  of 
reassociation. ^  Britton^  established  these  rates  in  the 
range  1060-1860  K  by  measuring  absorption  at  wavelength  X  = 

436  u  .  Therefore,  the  degree  of  dissociation  and  dissociation 

g 

rates  are  fairly  well  established.  Particular  uncertainty 
exists  as  to  the  degree  to  which  the  dissociation  products  are 
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in  the  ground  state  or  in  an  electronically  excited  state. 
Electronic  excitation  may  not  be  significant  until  appreciable 
or  even  complete  dissociation  occurs.  Most  experimenters 
attempting  to  establish  dissociation  rates  or  concentration 
generally  neglect  this  area. 

In  this  study,  testing  within  the  temperature  range 
given  by  Britton  should  assure  a  high  degree  of  dissociation. 
Proper  selection  of  the  test  gas  (diluent)  can  enhance  the 
creation  of  excited  atoms  and  can  influence  the  rate  at  which 
the  population  of  excited  atoms  decays  to  the  ground  state. ^ 
Argon  was  selected  as  the  test  gas  for  this  experiment 
because  it  has  been  used  extensively  in  related  iodine  studies 
and  it  has  a  minimal  effect  on  the  depopulation  of  excited 
iodine.  Observation  of  the  emission  from  iodine  in  the  infra¬ 
red  range  at  A  =  1.315  u  will  show  that  a  shock  wave  can 
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produce  the  required  excited  iodine. 

Principles  of  Shock  Tube  Operation 

The  shock  tube  reconfigured  for  this  study  meets  the 
basic  requirements  of  the  previous  section.  It  is  capable  of 
producing  a  test  section  temperature  within  the  required 
range.  It  can  also  accommodate  most  test  gases  within  a  wide 
range  of  pressures.  Finally,  the  test  section  configuration 
is  suitable  for  the  necessary  optical  observations. 

This  shock  tube  is  a  simple  constant  area  device  in 
which  a  plane  shock  wave  is  produced  by  the  sudden  bursting 
of  a  diaphram  separating  a  high  pressure  gas  from  one  at  lower 
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pressure.  Figure  1  is  a  simplified  diagram  of  the  shock 
tube.  As  shown  in  Fig  1(a),  region  1  is  the  low  pressure 
section  in  which  the  test  medium  is  placed.  Region  4  is  the 
high  pressure  section  which  contains  the  driver  gas. 

In  this  shock  tube,  diaphrams  ruptured  spontaneously 
by  material  failure  caused  by  the  P^/P^  pressure  ratio.  As 
shown  in  Fig  1(b),  once  the  diaphram  ruptures,  a  shock  wave 
forms  in  the  driven  section  while  expansion  waves  propagate 
into  the  driver  section.  A  contact  surface  separating  the 
driver  and  driven  gases  travels  into  the  driven  section  at 
the  velocity  of  the  gas  behind  the  incident  shock  wave. 
Region  2  includes  the  part  of  the  test  gas  through  which  the 
incident  shock  wave  has  passed.  Region  3  contains  driver 
gas  and  is  that  part  through  which  expansion  waves  have 
passed. ^  As  shown  in  Fig  1(e)  and  1(f),  a  reflected  shock 
wave  propagates  back  through  the  test  section  after  the 
incident  shock  wave  reaches  the  end  plate.  Region  5  is  the 
part  of  the  driven  section  through  which  the  reflected  shock 
wave  has  passed. 

The  variation  of  pressure  and  temperature  along  the 
shock  tube  at  a  given  time  after  diaphram  rupture  are  illus¬ 
trated  by  Fig  1(c)  and  1(d).  The  initial  pressure  ratio  is 
theoretically  related  to  the  Mach  number  of  the  incident 
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shock  wave  by 


where  P  is  pressure,  y  is  the  ratio  of  specific  heats,  M  is 
Mach  number,  and  a  is  the  speed  of  sound.  Equation  2  illus¬ 
trates  that  the  pressure  ratio  P^/P^  as  well  as  physical  gas 
properties  are  important  in  determining  shock  strength. 

The  reflected  shock  wave  was  used  in  this  study  to 
further  increase  the  pressure  and  temperature  in  the  test 
section.  Figure  1(f)  is  an  (x-t)  diagram  showing  the  inter¬ 
action  of  shock  waves,  expansion  waves,  and  the  contact  sur¬ 
face.  Theoretical  relationships  for  pressure  and  temperature 

9 

behind  the  reflected  shock  wave  are 


-  ” 

2yM2  -  (y-1). 

-  "• 

(  3y  -1  )M2  -  2(y  -1 ) 

'  f 

Y  +  1 

(y-1)MZ  +  2 

(3) 


^5  _  [2(y-1)M2  +  (  3-y  )]  [(  3y  -1  )M2  -  2(y-lS 

T1  (y+1)2  M2 


(4) 


where  T  is  temperature. 

Since  measurements  can  be  taken  to  calculate  pressure 
and  Mach  number,  experimental  data  will  be  used  for  these 
parameters.  However,  accurate  temperature  measurements  are 
impractical  in  a  shock  tube.  Therefore,  Eq  4  will  be  used 
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with  Che  actual  Mach  number  Co  estimate  the  temperature 
behind  the  reflected  shock  wave. 


III.  Shock  Tube  Assembl 


General  Description 

The  shock  tube  used  in  this  study  was  fabricated 
from  type  321  stainless  steel  tubing  of  modular  construction 
and  has  a  maximum  overall  length  of  50  ft  (15.24  m) .  It  is 
a  2-in.  (5.08  cm)  I.D.  device  with  1-in.  (2.54  cm)  thick 
walls.  The  tube  is  in  ten  5-ft  (1.52  m)  sections.  This 
permits  the  experimenter  to  tailor  driver  and  driven  section 
lengths  to  meet  the  specific  needs  of  a  test.  Both  driver 
and  driven  sections  were  15  ft  (4.57  m)  long  for  this  study. 
The  driver  was  moved  by  an  electrically  actuated  pneumatic 
cylinder  to  provide  access  to  the  burst  diaphram  holder. 
Figure  2  is  an  end  view  of  the  shock  tube  in  its  current 
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configuration.  Precise  alignment  of  the  tube  in  operating 
configuration  was  accomplished  both  vertically  and  laterally 
to  within  j^th  of  an  inch  (.16  cm)  over  the  entire  length 
with  the  aid  of  a  helium-neon  laser. 

Diaphram  Section 

The  double  diaphram  holder  was  capable  of  accommodat¬ 
ing  one  or  two  diaphrams  depending  on  the  operating  mode 
selected  by  the  operator.  In  the  single  diaphram  mode, 
for  a  test  run  would  occur  at  the  natural  rupture  pressure 
of  the  material.  In  the  double  diaphram  mode,  driver  pressure 
P^  could  be  selected  over  a  broad  range  above  the  rupture 

pressure  of  the  material.  In  a  previous  study  with  this  shock 
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tube,  Jones  provides  a  more  detailed  explanation  of  these 
modes  and  diaphram  materials  which  may  be  used.  Jones  used 
this  shock  tube,  but  in  a  different  location  and  configura¬ 
tion.  In  addition,  his  study  dealt  with  an  unrelated  sub¬ 
ject.  In  order  to  get  to  the  central  issue  of  iodine  dis¬ 
sociation,  single  diaphram  operation  was  used  exclusively 
for  the  present  study. 

Remote  Control  Operation 

Possible  hazards  as  a  result  of  high  pressure  opera¬ 
tions  with  toxic  materials  prompted  construction  of  a  remote 
control  operating  station.  This  station,  shown  in  Fig  3, 
consists  of  two  videomonitors,  power  supplies,  pressure 
reading  devices,  and  the  control  panel. 
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A  Control  Panel 


B  Videomonitors 


C  Digital  Voltmeters  (Used  to 
Measure  Pressures) 


D  Power  Supplies 


Fig  3.  Remote  Control  Operating 
Station 


The  panel  is  equipped  with  an  Amphenol  multipin 


connector  which  allows  it  to  be  co-located  with  the  shock 
tube  for  system  checkout.  A  DC  power  supply  provides  oper¬ 
ating  voltage  to  air  control  valves  in  the  laboratory  through 
control  panel  switches  which,  in  turn,  operate  the  high 
pressure  pneumatic  valves  which  control  the  flow  of  shock 
tube  operating  gases.  Two  commercial  quality  black  and  white 
television  cameras  were  placed  in  the  laboratory  to  permit 
remote  observations  . 

Driver  Gas  Tank  Farm 

Shock  tube  location  required  that  gas  bottles  be  used 
to  supply  the  apparatus.  Though  bottles  can  provide  up  to 
15,000  KPa ,  simple  series  connecting  of  several  bottles  could 
not  provide  varied  selection  of  test  pressures  and  required 
bottle  replacement  at  well  above  the  recommended  pressure. 

The  three-bottle  tank  farm  shown  in  Fig  4  was  designed  to  per¬ 
mit  complete  depletion  of  gas  bottles.  Each  bottle  was  indi¬ 
vidually  operated  from  the  control  panel.  Thirty  to  fifty 
test  runs  could  be  completed  before  bottle  replacement  was 
necessary. 

Vacuum  and  Venting  System 

Three  vacuum  pumps  were  installed  on  the  shock  tube 
to  establish  the  maximum  possible  vacuum  prior  to  gas  input. 
One  pump  was  placed  on  each  of  the  three  sections;  driver, 
double  diaphram,  and  driven.  An  exhaust  system  for  each  pump 
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Fig  4.  Driver  Gas  Tank  Farm 

prevented  accumulation  of  fumes  in  the  laboratory. 

Immediately  following  an  iodine  test,  the  shock  tube 
was  vented  through  two  cold  traps  installed  in  series  as  shown 
in  Fig  5.  These  chambers  were  designed  to  condense  any  iodine 
remaining  in  the  test  gas  onto  the  interior  walls  of  the  traps 
before  the  gas  was  exhausted  to  the  atmosphere.  These  traps 
were  constructed  to  minimize  risk  to  personnel  and  the  envi¬ 
ronment  posed  by  the  inherent  toxicity  of  iodine.  Finally, 
the  USAF  Occupational  and  Environmental  Health  Laboratory  at 
Brooks  AFB,  Texas  and  the  Wright-Patterson  AFB,  Ohio  Bioenvi- 
ronmental  Engineering  Office  were  consulted  to  insure  com¬ 
pliance  with  federal  as  well  as  Ohio  Environmental  Protection 
Act  regulations  . 
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IV.  Experimental  Apparatuc  and  Procedures 


Test  Section 

The  shock  tube  was  configured  with  its  test  section 
located  15.2  cm  from  the  end  plate  in  the  driven  section  of 
the  tube.  Significant  features  in  the  test  section  include 
an  observation  window  and  a  pressure  transducer.  The  rela¬ 
tive  locations  of  these  items  are  shown  in  Fig  7.  Infrared 
emissions  were  observed  through  a  0.5-in.  (1.27  cm)  diameter 
window.  The  quartz  crystal  pressure  transducer  was  located 
above  the  window.  A  particle  injector  was  located  just  up¬ 
stream  of  the  window. 

Particle  Injector.  An  aerodynamic  shape  in  the  form 
of  a  flat  plate  with  sharpened  wedge-shaped  leading  and 
trailing  edges  was  soldered  into  a  thin-wall  stainless  steel 
tube  at  zero  angle  of  attack  to  support  crystalline  iodine 
test  samples  and  function  as  the  particle  injector  for  this 
study.  The  injector,  as  shown  in  Fig  6,  was  11.4  cm  upstream 
of  the  test  section  window. 

At  the  start  of  each  test,  an  iodine  sample  was 
placed  on  the  injector  and  the  tube  was  inserted  into  the 
test  section.  After  the  injector  was  aligned  within  the  test 
section,  the  end  plate  was  secured. 
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Fig  6.  Particle  Injector 

Figure  7  illustrates  both  the  sequence  of  events  and 
the  physical  layout  of  the  test  section  during  a  test.  As 
the  shock  wave  passed  over  the  injector,  it  was  postulated 
that  the  particles  would  be  dispersed  throughout  the  test 
section  as  shown.  Behind  the  reflected  shock  wave  a  near 
uniform  field  of  stationary  iodine  particles  would  dissociate 
if  the  reflected  shock  wave  was  of  sufficient  strength.  This 
dissociation  could  then  be  observed  through  the  test  section 
window . 


Instrumentation.  Test  instrumentation  includes 
static  and  dynamic  pressure  measuring  devices  and  an  infra¬ 
red  detector.  Driven  section  static  pressure,  ,  was 
measured  before  each  test  with  a  Heise  0-30  psig  (0-200  KPa) 
gage.  Driver  section  static  pressure,  P^,  and  double  diaphram 
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section  pressure,  were  measured  locally  with  two  Ashcroft 
0-3000  psig  (0-20,700  KPa)  gages  and  remotely  with  two  Via- 
tran  model  104,  0-2000  psig  (0-13,800  KPa)  pressure  trans¬ 
ducers  with  readout  on  digital  voltmeters.  Dynamic  pressure 
measurements  were  made  with  two  Kistler  model  603A  quartz 
crystal  pressure  transducers.  One  transducer  was  located 
120  cm  upstream  from  the  test  section  window,  while  the  other 
was  located  above  the  window  as  noted  in  Fig  7.  These  trans¬ 
ducers  were  used  to  calculate  shock  speed  and  reflected  shock 
pressure,  P^  (see  Section  V).  The  optical  system  was  used  to 
detect  the  presence  of  infrared  emissions  through  the  window. 
These  items  are  listed  in  Table  I  as  instrumentation  and  are 
illustrated  in  Fig  9. 

Optical  System.  The  optical  system,  shown  in  Fig  8, 

i  ’-eluded  a  calcium  floride  lens,  a  silicon  filter,  pinhole, 
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and  a  liquid  nitrogen  cooled  indium-ant imonide  detector. 

The  lens  was  used  to  focus  emissions  from  the  test  section 
onto  the  detector.  The  filter  blocked  all  emissions  shorter 
than  1.1  y.  The  pinhole  was  mounted  directly  in  front  of 
the  detector.  The  Barns  Engineering  detector  has  an  operating 
range  of  1.0  to  5.5  y  and  a  1  ysec  response  time  at  77  K. 

The  detector  was  mounted  on  a  three-degree-of-f reedom  trans¬ 
lating  mount  to  permit  precise  alignment. 


Support  Equipment.  Items  necessary  to  operate  the 
shock  tube  and  collect  test  data  are  included  in  Table  I  as 
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support  equipment.  The  function  and  sequence  of  action  of 
specific  items  during  a  test  are  presented  in  Table  I  and 
Fig  9.  Elaboration  on  these  items  is  given  below  and  in 
other  sections  of  the  text. 

Test  time  was  on  the  order  of  100  msec  as  measured 
from  diaphram  rupture  until  the  reflected  shock  wave  was 
well  out  of  the  test  section.  Instrumentation  and  support 
equipment  operation  during  each  test  began  with  incident 
shock  wave  arrival  at  the  upstream  pressure  transducer.  An 
electrical  output  signal  caused  by  the  pressure  pulse  from 
the  shock  wave  on  the  crystal  transducer  was  sent  to  a  charge 
amplifier.  After  amplifying  the  transducer  signal,  the 
charge  amplifier  output  signal  was  sent  to  the  triggering 
mechanism  of  the  type  551  Tektronic  oscilloscope.  The 
oscilloscope  triggering  system  then  started  the  Beckman 
electronic  counter.  In  a  similar  manner,  the  counter  was 
stopped  through  the  type  535  Tektronic  oscilloscope  trigger¬ 
ing  mechanism  upon  incident  shock  arrival  at  the  test  section 
pressure  transducer.  The  infrared  detector  was  operated  con¬ 
tinuously  during  each  test.  Output  signals  from  both  the 
detector  and  the  test  section  pressure  transducer  were  momen¬ 
tarily  written  onto  both  oscilloscope  CRTs  and  photographic 
film.  Oscilloscope  sweep  rates  were  controlled  to  insure 
output  signals  could  be  recorded  for  several  milliseconds 
after  reflected  shock  arrival  in  the  test  section.  The 
support  equipment  was  reset  prior  to  the  next  test. 


TABLE  I 


Instrumentation  and  Support  Equipment 


Item 

Function 

Instrumentation 

1. 

Quartz  crystal  pressure 
transducer,  Kistler 
603A,  (2)* 

Triggered  oscilloscopes  and 
measured  and  P^ 

2. 

Gage,  Heise  0-30  psig 
(0-200  KPa) 

Measured  P^  before  test 

3. 

Gage,  Ashcroft  0-3000 
psig  (0-20,700  KPa) 

(2) 

Measured  P^  and  double- 
diaphram  section  pressure 
before  test  (locally) 

4. 

Static  pressure  trans¬ 
ducer,  Viatran  model 

104  (2) 

Same  as  3,  but  remotely 

5. 

Infrared  detector, 

Barnes  Engineering 
indium-antimonide 

Measured  infrared  output  of 
test  medium 

Support  Equipment 

6 . 

Charge  Amplifier, 
Kistler  model  566, 

(2) 

Signal  amplifier  from  trans¬ 
ducer  to  scope 

7. 

Oscilloscope , 

Tektronic  type  551 

Displayed  pressure  and 
infrared  output  and  started 
counter 

8. 

Oscilloscope , 

Tektronic  type  535A 

Displayed  pressure  and 
infrared  output  and  stopped 
counter 

9. 

Electronic  counter, 
Beckman  model  7360 

Measured  incident  shock  travel 
time 

10. 

Camera,  Tektronic 

C-12  (2) 

Recorded  oscilloscope  traces 
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TABLE  I  (Continued) 


11. 

Gage,  US  Gage  30(VAC)- 
60  in-Hg  gage  (3) 

Measured  effective  vacuum  in 
shock  tube 

12. 

Vacuum  Pumps  (3) 

Evacuated  shock  tube 

13. 

Power  Supply,  Hewlett- 
Packard,  model  6205B 

Provided  input  power  for  4 
above 

14. 

Multimeter,  Fluke 
model  8022A  (2) 

P^  and  double  diaphram  section 
pressure  readout 

15. 

Power  Supply,  Trygon 
Electronics,  model 
HR20-15 

Provided  DC  control  power  for 
shock  tube 

16. 

Calibrator,  Kistler 
model  541A 

Calibrated  transducer,  charge 
amplifier,  scope  triggering 
circuits 

17. 

Lense,  Calcium 

Floride 

Focused  infrared  emission 
from  shock  tube 

18. 

Filter,  Silicon 

Cut  out  all  emissions  into 
detector  shorter  than  1.1  m 

19. 

Pinhole 

Focusing  point  of  lense 

20. 

Battery,  Eveready 
model  BA-230/u, 

10  1/2  VDC 

Input  power  to  preamplifier 

21. 

Preamplifier,  Perry 
Associates,  model  720 

Amplified  detector  output 
signal 

22. 

Alignment  coil,  1  mm 
diameter  nichrome 
wire 

Infrared  radiation  source  to 
align  detector 

23. 

Television  Camera, 
Phillips  model 

LDH  0051/07  (2) 

Remote  observation  of 
laboratory 

24. 

Television  Receivers, 
Panasonic,  model 

TN-93  (2) 

Same  as  23 

23 


TABLE  I  (Continued) 


25.  Electronic  Scale 

Weighed  iodine  test  samples 

Balance,  Mettler 

Instrument  Corpora¬ 
tion,  model  B6 

^Indicates  quantity  of  item  needed 


Operating  Procedures 

Shock  tube  operating  procedures  required  precise 
calibration  and  alignment  of  test  equipment  and  specific 
test  procedures  to  verify  the  accuracy  of  test  data  and 
insure  test  repeatability. 

Instrumentation  Calibration  and  Alignment.  The 
Viatran  and  Kistler  pressure  transducers  were  calibrated 
in  accordance  with  standard  practice  and  manufacturer's 
specifications.  Voltage  output  from  the  Viatran  transducers 
was  plotted  against  pressure  to  measure  over  the  required 
range  for  each  test.  Kistler  transducer  sensitivity  (slope 
of  calibration  curve)  was  established  so  that  could  be 
accurately  calculated  (see  Section  V).  Once  the  test  and 
support  equipment  were  fully  assembled,  the  Kistler  cali¬ 
brator  was  used  to  balance  charge  amplifier  voltage  output 
with  oscilloscope  triggering  sensitivity  and  starting  and 
stopping  of  the  counter. 

The  infrared  detector  was  operated  with  zero  bias 

voltage  on  the  detector  element.  Calibration  and  alignment 

of  the  detector  was  performed  by  inserting  a  nichrome  wire 

heating  coil  inside  the  shock  tube  at  the  test  section 
14 

window.  The  light  source  was  focused  on  the  pinhole. 

A  mechanical  chopper  placed  to  interrupt  the  light  beam 
produced  a  square  wave  signal  output  from  the  detector  on 
the  oscilloscope.  The  detector  was  then  aligned  with  the 
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translating  mount  to  maximize  the  amplitude  of  the  square 
wave  signal. 
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Shock  Tube  Operation.  Operating  checklists  were 
prepared  to  simplify  and  standardize  each  test.  At  the 
beginning  of  each  day,  the  infrared  detector  dewar  was 
filled  with  liquid  nitrogen  to  cool  it  to  an  operating 
temperature  of  77  K.  Care  was  taken  to  remove  all  moisture 
from  the  dewar  to  prevent  ice  formation  which  could  damage 
the  unit.  Once  the  detector  was  cooled,  the  preamplifier 
was  turned  on  and  the  detector  was  aligned. 

Each  cold  trap,  Fig  5,  was  immersed  in  a  dry  ice- 
isopropyl  alcohol  bath  to  cool  it  to  approximately  195  K. 

The  baths  were  checked  periodically  for  proper  operation. 

The  driver  section  and  knife  edge  were  cleaned  prior 
to  each  iodine  test  with  acetone,  a  ramrod  device,  and  a 
high  pressure  compressed  air  hose.  The  test  sample  was  then 
placed  on  the  knife  edge  and  the  injector  was  inserted  into 
the  test  section.  The  transducer  and  end  plate  were  secured 
before  the  diaphram  was  inserted  and  the  diaphram  section 
sealed.  The  shock  tube  was  then  evacuated  to  less  than 
0.13  KPa  before  the  driver  section  was  filled  to  104.43  KPa 
with  argon  test  gas.  Test  and  support  equipment  were  re¬ 
checked  to  insure  oscilloscope  single  sweep  operation  was 
set,  traces  were  properly  aligned  on  the  graticule,  trig¬ 
gering  sensitivity  was  set,  camera  shutters  opened,  and 
counter  reset.  Helium  was  introduced  into  the  driver  section 


through  the  tank  farm  until  the  diaphram  ruptured.  The 
shock  tube  was  then  vented  through  the  driven  section  vent 
line  and  cold  traps.  Before  opening  the  shock  tube,  it 
was  evacuated  through  the  cold  traps  with  the  driven  section 
vacuum  pump.  The  camera  film  was  developed  and  the  tube 
prepared  for  another  test. 

Test  Samples .  Test  samples  were  obtained  from 
polycrystalline  iodine  meeting  American  Chemical  Society 
specifications  which  assayed  at  99.87°  pure.  Major  contam¬ 
inates  were  0.0107°  nonvolatile  matter  and  0.0037°  chlorine. 
Samples  were  finely  ground  in  a  mortar  with  a  pestle  in  a 
vented  laboratory  prior  to  weighing  on  an  electronic  balance 
(see  Table  I).  Each  sample,  weighing  200  mg,  was  placed  in 
a  sealed  glass  bottle  until  needed  for  testing. 


V.  Data  Reduction 


Experimental  data  was  used  to  calculate  shock 
velocity,  reflected  shock  pressure,  and  infrared  emission 
intensity.  Theoretical  methods  were  used  to  determine 
reflected  shock  temperature  as  outlined  in  Section  II. 
Data  for  some  runs  are  included  in  the  appendix. 


Incident  Shock  Wave  Velocity 

The  velocity  of  the  incident  shock  wave  was  de¬ 
termined  by  measuring  the  time  At  between  shock  arrival 
at  the  upstream  and  test  section  pressure  transducers  with 
an  electronic  counter.  In  Fig  10,  an  oscilloscope  trace 
of  a  typical  argon  gas  and  iodine  test  shows  the  test  sec¬ 
tion  pressure  transducer  on  the  upper  trace  and  the  infra¬ 
red  detector  on  the  lower  trace.  The  accompanying  diagram 
identifies  measurements  necessary  for  data  reduction.  Shock 
wave  velocity  V  was  determined  by 


V 


As 

At 


(5) 


where  As  =  120  cm.  Shock  Mach  number  M  was  calculated 
using 


M  = 

al 


where  the  speed  of  sound  in  the  .test  gas. 


/  R  ' 
al  -  7  T1 


was  calculated  for  each  run. 


(6) 


(7) 
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Run  Number  28S2 


Reflected  Shock  Pressure 


The  pressure  behind  the  reflected  shock  wave 
was  calculated  for  each  run  from  oscilloscope  photographs 
similar  to  Fig  10.  The  trace  distinctly  shows  both  incident 
and  reflected  shock  arrival  in  the  test  section.  After  Ah 
was  measured,  the  reflected  shock  pressure  was  calculated 
by 


P5  “  P1  + 


Ah(VVS) 


VVS  is  the  vertical  voltage  range  scale  setting  and  VPF  is 
the  voltage  pressure  factor.  VPF  is  the  product  of  trans¬ 
ducer  sensitivity  and  charge  amplifier  setting. 


Infrared  Emission 

Detector  output  voltage  was  calculated  by  multi¬ 
plying  the  detector  trace  amplitude  aA  by  VVS  (see  Fig  10). 
Voltage  was  determined  for  each  run  at  0.5  msec  intervals  for 
2.5  msec  after  reflected  shock  arrival.  This  data  was  used 
to  compare  those  runs  with  iodine  to  those  without  iodine. 


Reflected  Shock  Temperature 


Reflected  shock  temperature  was  determined  from 

9 

Eq  4  using  y  =  1.667  and  M.  Careful  consideration  was  given 
to  including  real  gas  effects  and  variable  In  that  the 


argon  test  gas  was  monatomic  and  moderate  temperatures  were 


used,  assuming  a  constant  y  had  a  negligible  impact  on 

9 

temperature  calculations. 
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VI.  Results  and  Discussion 


Since  the  shock  tube  facility  was  reestablished  in 
a  new  location,  35  initial  test  runs  were  made  without  iodine 
to  demonstrate  repeatability  and  verify  reliability  of  the 
system.  These  tests  were  conducted  to  establish  the  opera¬ 
tional  integrity  of  the  shock  tube  in  fulfillment  of  the 
first  major  objective  of  this  study.  The  effort  was  then 
turned  to  the  iodine  problem. 

Forty-three  additional  runs  were  conducted  in  sup¬ 
port  of  the  iodine  dissociation  objective.  Nineteen  of  these 
tests  were  with  iodine.  Iodine  runs  began  at  P^/P^  =  12.5. 
Driver  section  pressure  was  steadily  increased  on  subse¬ 
quent  runs  until  a  strong  infrared  signal  was  obtained. 

Argon  was  chosen  as  the  test  gas  because  it  has  been 
used  extensively  in  similar  studies. ^  *  '*'0>  ^  Helium  was 
also  used  in  the  same  P^/P^  range.  Due  to  the  difference  in 
molecular  weight,  T^  and  M  were  too  low  to  obtain  an  infrared 
emission.  Rather  than  conduct  helium-iodine  tests  at  higher 
pressures,  it  was  decided  to  limit  this  study  to  argon  and 
leave  helium  for  a  later  effort. 

Argon  has  two  emission  wavelengths  in  the  range  of 
the  detector. ^  These  were  observed  during  tests  without 
iodine.  However,  the  detector  responds  to  all  emissions 
within  its  operating  range.  In  the  scavenging  of  the  system 
by  high  vacuum,  some  residual  gas  in  the  tube  walls  and 
chamber  volume  could  not  be  eliminated.  Since  contaminates 


were  present  in  the  same  quantities  in  all  tests,  the  emission 
characteristics  due  to  argon  and  possible  contaminates  should 
be  approximately  the  same. 

Four  tests  were  selected  for  data  presentation. 

Three  of  these  were  without  iodine  while  one  included  iodine. 
These  four  tests  were  selected  based  on  nearly  identical 
P^/Pf,  P^/P^,  M,  and  T^.  In  addition,  photographic  quality 
and  diaphram  petalling  characteristics  were  judged  approxi¬ 
mately  the  same  for  these  runs.  A  summary  of  experimental 
data  is  presented  in  the  appendix.  The  ranges  of  selected 
parameters  for  these  runs  is  given  in  Table  II. 

TABLE  II 

Range  of  Selected  Parameters 


Parameter 

-  .. .  ...  ---> 

Range 

Percent  Difference 

Vpi 

33.4-  34.4 

2.9 

Vpi 

36.2  -  38.4 

6.1 

M 

2.52  -  2.59 

2.8 

T5 

1564  -  1594  K 

1.9 

A  plexiglass  test  section  window  was  used  for  the  one 
iodine  test  and  one  test  without  iodine  before  the  quartz 
window  was  installed.  A  quartz  window  was  later  obtained  and 
was  used  for  the  two  remaining  runs.  Figure  10  (Section  V) 
is  the  iodine  test  while  Fig  11  is  the  test  without  iodine. 
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Run  Number  30S1 


VVS  =  10  mv/cm 


Fig  11 .  Photograph  of  CRT  Output  of  Test 
Without  Iodine  Using  the  Plexi¬ 
glass  Window 


Run  Number  603 


VVS  =  50  mv/cm 


Fig  12.  Photograph  of  CRT  Output  of  Test 
Without  Iodine  Using  the  Quartz 
Window 
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both  using  the  plexiglass  window.  One  of  the  runs  without 
iodine  using  the  quartz  window  is  shown  in  Fig  12.  Though 
the  detector  output  traces  in  Figs  11  and  12  appear  similar, 
notice  that  there  are  some  differences  in  their  vertical 
deflections . 

It  is  clear  from  these  photographs  that  the  plexi¬ 
glass  window  distorted  the  infrared  emissions  during  the 
tests.  Since  the  detector  output  voltage  is  a  measure  of 
the  overall  intensity  of  the  infrared  emissions  over  the  1.1 
to  5.5  ij  range,  the  plexiglass  runs  can  be  related  to  the 
quartz  runs  by  a  calibration  scale  factor,  C£. 

The  scale  factor  is  based  on  the  detector  calibra-^ 
tion  photographs  in  Fig  13.  Figure  13(a)  was  obtained  by 
aligning  the  detector  to  its  maximum  possible  amplitude  using 
the  nichrome  wire  alignment  coil  (see  Section  IV)  and  the 
quartz  window.  Figure  13(b)  was  obtained  by  replacing  the 
quartz  window  with  the  plexiglass  window  and  adjusting  the 
vertical  voltage  setting  on  the  oscilloscope.  The  calibra¬ 
tion  scale  factor  is 

(aA)  (VVS)  Quartz 
cf  ( AA)  ( VVS)  Plexiglass 


(4.5  cm ) 

(200  mv/cm) 

(2.9  cm) 

(  50  mv/cm) 

cf  =  6.2  .  (9) 

Infrared  trace  data  from  Figs  10  and  11  was  multi¬ 
plied  by  Cj  to  relate  the  runs  with  the  plexiglass  window  to 
the  runs  with  the  quartz  window.  Figure  14  shows  detector 
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Fig  13.  Photographs  of  CRT  Output  of 
Calibration  Light  Source,  (a) 
Quartz  Window,  (b)  Plexiglass 
Window 
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output  voltage  over  time  after  reflected  shock  arrival  for 
the  three  tests  without  iodine.  The  test  with  the  c^ 
adjusted  data  falls  directly  between  the  two  runs  that  used 
the  quartz  window.  This  result  lends  definite  validity  to 
the  calibration  scale  factor  adjustment  technique  for  this 
application . 

The  three  runs  from  Fig  14  were  averaged  and  are 
given  in  Fig  15  as  the  "without  iodine"  curve.  The  c^ 
adjusted  data  from  Fig  10  is  the  "with  iodine"  curve  in 
Fig  15.  This  comparison  indicates  that  a  significant  infra¬ 
red  emission  in  the  1.1  -  5.5  p  range  is  present  due  to  the 


DETECTOR  OUTPUT,  DC  VOLTS 


DETECTOR  OUTPUT,  DC  VOLTS 


Fig  15.  Infrared  Detector  Output  After  Reflected 
Shock  Arrival  in  Test  Section  For  Runs 
With  and  Without  Iodine 


VII.  Conclusions  and  Recommendations 


The  purpose  of  this  study  was  twofold.  First,  the 
shock  tube  was  to  be  reestablished  in  a  new  location  and  its 
operational  integrity  verified.  The  second  phase  was  to 
dissociate  iodine  and  determine  if  atomic  iodine  in  an  elec¬ 
tronically  excited  state  could  be  produced.  Conclusions  and 
recommendations  are  offered  as  a  result  of  this  investigation. 

Conclusions 

After  the  shock  tube  was  reassembled,  a  validity 
study  was  conducted.  As  a  result  of  this  effort,  the  follow¬ 
ing  conclusions  are  made: 

1.  The  shock  tube  was  established  in  a  complete 
operating  configuration. 

2.  It  provided  excellent  test  repeatability. 

3.  Overall  system  reliability  was  acceptable. 

4.  Data  acquisition  and  reduction  was  straightforward. 

After  completion  of  the  first  phase,  a  preliminary 

study  was  conducted  of  dissociation  of  iodine  and  infrared 
emissions  which  were  present.  As  a  result  of  this  effort, 
the  following  conclusions  are  made: 

1.  Iodine  was  dissociated  in  the  shock  tube. 

2.  Greater  intensity  of  emissions  in  the  1.1  -  5.5  y 
range  were  observed  solely  due  to  the  addition  of  iodine  in 
the  shock  tube . 

3.  Not  enough  evidence  yet  exists  to  insure  that 


the  1.315  u  transition  can  be  generated  with  a  shock  wave. 
However,  the  data  presented  here  supports  this  possibility. 

The  purpose  of  this  study  was  to  establish  a  reliable 
technique  for  a  thorough  investigation  of  iodine  dissociation 
in  a  shock  tube.  This  overall  objective  was  accomplished. 

Recommendations 

The  feasibility  of  investigating  the  dissociation  of 
crystalline  iodine  in  a  shock  tube  has  been  demonstrated. 

The  following  recommendations  are  offered  as  means  to  specif¬ 
ically  identify  the  1.315  m  transition  for  iodine: 

1.  The  optical  detector  system  should  include  addi¬ 
tional  filters  to  limit  the  range  of  the  detector  to  a  narrow 
band  at  1.315  u . 

2.  A  rapid  scan  spectrometer  or  a  fixed  monochrometer 
should  be  obtained  to  perform  a  more  comprehensive  study  of 
iodine  emissions  in  the  infrared  range.  This  equipment  could 
be  used  to  establish  the  population  of  excited  atoms,  the 
rate  at  which  atoms  transition  into  the  excited  state,  the 
rate  at  which  atoms  decay  into  the  ground  state,  and  delay 
times  for  these  phenomena. 

3.  A  similar  study  should  be  conducted  using  helium 
as  a  test  gas  in  that  other  researchers  indicate  that  helium 
may  minimize  quenching  of  atomic  iodine. 

As  a  result  of  the  information  gained  from  this  initial 
investigation  of  iodine  dissociation,  the  following  recom¬ 
mendations  for  the  shock  tube  facility  are  made: 


1 .  The  driven  section  vacuum  and  venting  system  line 
fittings  should  be  replaced  with  high  vacuum  connectors  in  an 
attempt  to  improve  the  scavenging  characteristics  of  the  shock 
tube . 

2.  Several  manual  valves  should  be  replaced  with 
automatic  air  control  valves  which  can  be  operated  from  the 
remote  control  panel  to  conserve  test  time. 
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APPENDIX 

Experimental  Data  Summary 

Data  from  the  tables  in  this  appendix  were  used  to 
select  the  shock  tube  tests  presented  in  this  study  and  to 
plot  Figs  14  and  15. 


TABLE  III 

Significant  Test  Parameters 


Run 

Number 

Day/Mo/# 

Iodine 

Window 

Vpi 

Vpi 

M5 

t5,  k 

28S2 

Yes 

Plexiglass 

33.9 

37.9 

2.54 

1564 

30S1 

No 

Plexiglass 

33.4 

37.5 

2.52 

1547 

505 

No 

Quartz 

34.4 

36.2 

2.56 

1571 

603 

No 

Quartz 

34.3 

38.4 

2.59 

1594 

TABLE  IV 

Detector  Output  for  Each  Test 


Time ,  msec 

Detector  Output,  Volts 

Run  28S2* 

30S1* 

505 

603 

0 

0.012 

0 

0.015 

0.02 

0.5 

0.236 

0.137 

0.095 

0.16 

1.0 

0.261 

0.149 

0.105 

0.17 

1.5 

0.273 

0.197 

0.145 

0.20 

2.0 

0.124 

0.124 

0.115 

0.19 

2.5 

0.025 

0.037 

0.05 

0.08 

*Cr  corrected  data 
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